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AN  ANALOG  INSTRUMENT  TO  INCREASE 
THE  EFFICIENCY  OF  identification 
OF  SYSTEMS  IN  THE  infra  low-freouency 
RANGE 

Yu.  A.  Medvedev,  V.A.  Kon'kov,  A.V.  Nikitin 

A schematic  diagram,  principle  of  operation  and 
basic  characteristics  of  the  instrument  for  determin- 
ing the  logarithmic  freouencv  characteristics  of  auto- 
matic systems  are  riven.  There  is  one  figure. 

The  modern  methods  of  the  theory  of  automatic  control  (fre- 
cmency,  graphic,  electronnic  modeling,  and  others)  make  it  possi- 
ble to  investigate  the  dynamics  of  practically  anv  nonlinear  sys- 
tem. However,  the  calculation  means  is  usually  the  source  of 
great  errors.  ^he  experimental  studies  are  distinguished  by  the 
combined  use  of  different  methods,  and  the  results  are  practical 
onlv  when  reliable  data  are  present.  The  absence  of  an  in- 
dustrial tvpe  of  instrument  for  the  experimental  determination  of 
freouencv  characteristics  of  automatic  systems  creates  known  dif- 
ficulties. The  procedure  for  finding  the  dynamic  characteristics 
becomes  especially  laborious  when  it  is  necessary  to  obtain  loga- 
rithmic characteristics. 

In  connection  with  this,  the  authors  of  this  work  designed  and 
made  a special  instrument  which  allows  determining  the  logarithmic 
amplitude  and  phase  freouency  characteristics  in  the  infra  low- 
freouency  range  of  complex  linear  and  nonlinear  links  and  systems 
in  the  presence  of  considerable  noise.  As  the  basis  of  deter- 
mining the  dvnamlc  characteristics  by  means  of  the  given  instru- 
ment, it  is  proposed  to  use  the  compensation  method  of  measurement. 
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To  construct  a measuring  apparatus  with  the  use  of  the  com- 
pensation method,  It  is  necessary  to  have  available  the  following 
basic  assemblies:  a generator,  which  generates  simultaneouslv  two 
voltages  shifted  by  90°  changing  according  to  the  harmonic  law; 
a calibrated  phase  shifter;  low-freouencv  filters;  and  an  elec- 
tronic commutator. 

A block  diagram  or  the  instrument  and  the  switching  of  the 
investigated  system  are  given  in  the  figure.  An  input  harmonic 
action  is  fed  from  the  special  generator  to  the  measureing  and  com 
pensation  channels.  The  channel  of  the  compensator  consists  of 
a calibrated  phase  inverter,  attenuator  and  low-frequency  filter, 
which  is  used  for  the  separation  of  the  main  harmonic  component 
of  the  signal  when  investigating  characteristics  of  nonlinear 
elements.  Limitation  of  the  transmission  band  of  frequencies  with 
a visual  comparison  of  the  signals  on  the  screen  of  an  electron 
oscillograph  is  necessary  also  when  there  are  noises  in  the  sys- 
tem. The  filters  of  both  channels  are  identical.  The  measuring 
channel  includes  the  regulator  of  amplitude,  the  system  being  in- 
vestigated and  the  filter. 

The  generator  of  harmonic  oscillations  is  built  around  three 
operational  DC  amplifiers  (TP'7’)  and  is  an"electronic  pendulum." 
•Stabilization  of  the  amplitude  is  carried  out  by  means  of  a diode 
circuit,  which  limits  the  signal  at  the  output  of  ITPT1  at.  a level 
of  ±100  V.  ^he  selection  of  the  freeiuency  range  of  the  signal 
being  generated  is  produced  by  the  switching  of  condensers  in 
feedback  circuits  UPT2  and  UPT3.  The  frenuencv  tuning  within  one 
range  is  accomplished  by  a change  in  the  resistance  of  the  re- 
sistors and  transmission  coefficient  of  the  input  voltage  dividers 
Amplifiers  UPT1  and  UPT^  are  used  as  inverters  ( one  in  the  cir- 
cuit of  the  main  feedback  and  the  other,  in  the  circuit  of  the 
limiter),  ^he  generator  allows  taking  four  voltages:  ±100  sinwt, 
±100  cosp't  with  a constant  amplitude  of  100  V.  These  signals  are 
used  in  the  tetraouadrant  calibrated  phase  inverter  of  the  com- 
pensator. The  voltage  100  sincot,  furthermore,  is  fed  through  the 
calibrated  attenuator  to  the  input  of  the  device  or  system  being 
investigated.  The  attenuator  contains  rough  and  smooth  control  of 


the  attenuation,  which  is  accomnlished  by  a chance  in  the  re- 
sistances of  the  resistors  in  the  feedback  circuit  of  the  ampli- 
fier UP’T’5. 

The  calibrated  phase  inverter  of  the  infra  low-freouencv 
range  Is  a potent iomet.er  to  one  end  of  which  is  fed  the  voltage 
U-j  = 100  sincot.  and  to  the  other  end,  Up  = 100  coswt . 't’he  phase  of 
the  voltage  at  the  output  of  the  phase  inverter  is  proportional  to 
the  ancle  of  turn  and  is  taken  from  the  slide  of  the  divider  with 
respect,  to  "ground."  ’’’he  circuit  allows  creating  a compensator 
with  a separate  control  of  the  amplitude  and  phase,  the  phase 
shift  not  depending  on  the  frequency.  The  switch  of  the  quadrants 
is  used  for  the  expansion  of  limits  of  control  of  the  phase,  and 
it  switches  the  output  voltap.es  of  the  generator  ilOO  si  not  and 
±100  cosait  in  an  arbitrary  combination.  Pv  means  of  the  switch  of 
the  ouadrants  it  is  possible  to  obtain  the  compensating  voltages 
in  any  of  the  four  ouadrants.  filters  in  both  channels  are  built 
aroundfrhe  UPT  and  have  the  following  transfer  function:  V.'(n)  = 1/ 
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("'p  + l'i.  mhe  time  constant. can  be  changed  depending  on  the  desira- 
ble transmission  band  of  the  filters. 

To  operate  with  a single  am  electron  oscillograph  of  the 
SI -10  type,  a commutator  at  two  Inputs  is  provided  in  the  instru- 
ment. Right  resolving  amplifiers  of  the  instrument  are  made  on 
the  tubes  of  the  bantam  series  and  design-wise  are  located  on  the 
printed  circuit  board.  ^or  the  convenience  of  operation  with  t lie 
instrument,  and  the  facilitation  of  its  adiustment,  all  the  pre- 
cision dividers  are  made  discrete.  mho  freouenev  range  of  the  gen- 
erator lies  within  0.01-100  rad/s.  Values  of  indices  of  the 
scale  of  the  frequency  regulator  of  the  generator  correspond  to  the 
value  where  2* / is  the  circular  frequency.  Such  a cal- 

bration  simplifies  the  plotting  of  logarithmic  freouenev  charac- 
teristics of  automatic  systems.  The  resistances  of  t tie  attenuator 
for  control  of  the  amplitude  of  the  output  voltage  of  the  genera- 
tor are  calculated  in  order  that  the  readout  of  the  amplitude  at- 
tenuation could  be  carried  out  in  decibels. 

The  power  of  the  Instrument  is  accomplished  from  a standard 
controlled  rectifier  F.SV-1. 
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The  method  of  determining  the  amplitude  and  rhase  logarithm! 


frequency  charact  erl  at  1 os  consists  In  t ho  following.  After  con- 
nect inp  the  Inputs  and  outputs  o ° 4 he  lev  Ice  4 •>  be  Invest  1 rated  to 
the  lnstrment  and  a*'ter  connecting  the  commut  at  'r  to  the  oseillo- 
grnah,  set  the  necessary  frequence  of  the  rener.it  or  and  regulate 
the  Image  on  t tie  screeen  of  t tie  osc  1 1 1 ogriph . mhen  hv  means  of 
t tie  phase  and  amplitude  switches  o4'  4 tie  output  volt  are  o4'  the 
compensator,  achieve  complete  'olnc'  ler.oo  -f  4 he  slrnals  from  the 
measurl  nr  and  comrensat  Ion  c'uannei;:.  "ere  t tie  obtained  values  o4* 
the  amplitude  In  dB  and  phase  In  derives  are  counted  on  the  dials 
of  the  compensator. 

When  hlph-freouenov  noise  Is  present  at  t he  output  of  the 
svstem  being  Invest Icated , It  Is  necessary  to  Include  filters. 

The  time  constant  should  he  selected  In  order  to  provide  t tie  max- 
imal definition  of  the  processes  on  the  screen  of  the  oscillograph, 
mtie  error  In  results  of  measurements  In  the  invest tgat  Ion  o4'  the 
linear  systems  Is  determined  by  the  accuracy  of  elements  of  the 
Instrument  and  oscl lloprarhle  method  of  comparison  and  does  not 
exceed  .'-if.  Peterml nat ion  of  the  equivalent  characteristics  of 
t tie  nonlinear  systems  Is  carried  out  also  by  using  ♦'liters  for 
separation  of  the  first  harmonic  of  the  output  signal.  'Tie  ac- 
curacy of  comparison  of  the  processes  on  the  screen  of  the  oscil- 
lograph In  this  case  depends  on  the  form  of  nonlinearity,  the 
correctness  of  the  selection  of  the  time  constant  of  the  filter 
and  the  experience  of  the  experimenter.  As  a rule,  it  is  easy 
to  obtain  results  with  an  error  of  not  more  than  i1'". 

mhe  developed  instrument  makes  It  possible  to  reduce  con- 
siderably the  1 abort ousness  of  determining  logarithmic  frequency 
characteristics  of  tracking  systems. 
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Block  diagram  of  the  instrument:  T - measuring  channel;  II  - com- 
pensation channel;  1 - generator:  2 - amplitude  regulator;  2 - 
system  to  he  investigated;  8 - filters;  5 - switch  of  quad- 
rants; 8 - phase  inverter;  7 - amplitude  regulator;  Q - commuta- 
tor; 10  - electronic  indicator. 
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